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War ran ty

For de li ver ed pro ducts our "All ge mei ne Lie fe rungs- und Zah lungs be din gun gen" are ef fec ti ve. In no event

we or our supp liers shall be li ab le for any ot her da ma ges what soe ver (in clu ding, wit hout li mi ta tion, da ma -

ges for loss of bu si ness pro fits, bu si ness in ter rup ti on or ot her pe cu nia ry loss) ari sing out of or ina bi li ty to

use this pro duct.

All our pro ducts are war ran ted against de fec ti ve ma te ri al and work mans hip for a pe ri od of two (2) ye ars

from date of de li very. If it is ne ces sa ry to re turn the pro duct,  the sen der is re spon si ble for ship ping char ges, 

freight, in su ran ce and pro per pa cka ging to prevent brea ka ge in tran sit. The  war ran ty does not ap ply to de -

fects re sul ting from ac ti on of the buy er, such as  mis hand ling, im pro per in ter fa cing, ope ra ti on out si de of de -

Tra de marks
All tra de marks that are na med or por tray ed in the text are re gis te red tra de marks of its  owner. The tra -
de marks are re cog ni zed by ERMA-Elec tro nic.
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1. Description

The to ta li zing coun ter mo del CM 2510 is an uni ver sal in stru ment for mea su ring

time- de pen dent si gnals. The re are fol lo wing mo des available: 

• Chro no me ter with start and stop in put

• Pul se coun ter with di rec tion- in put

• Pe ri od length mea su re ment

• Pul se du ra ti on mea su re ment

• Fre quen cy mea su re ment up to 10 kHz

• Re vo lu ti ons per mi nu te

• Ope ra ting hours me ter

• Speed in di ca tor with m/s or km/h

Stan dard hard ware

• Four pro gramma ble di gi tal in put chan nels

• Buf fe red coun ter va lue

Stan dard soft ware 

• Sca le fac tor 0,001 .. 10,000

• Offset va lue for coun ter mode

• Max. coun ter fre quen cy 25 Hz, 7 kHz pro gramma ble

• Pro gramma ble de ci mal point

• Au toran ging

• Roun ding last di git with 1, 2, 5, or 10 di git steps

• Dis play test
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2. Safety instructions

This in stru ment is pro du ced in ac cor dan ce with Class II of IEC 348 and VDE

0411. When de li vered the in stru ment has been te sted to meet all func ti ons descri -

bed. Be fo re in stal ling the in stru ment plea se read the moun ting and ser vicing in -

struc ti ons.

We have no lia bi li ty or re spon si bi li ty to cu sto mer or any other per son or en ti ty with

re spect to any lia bi li ty, loss or da ma ge cau sed or al le ged to be cau sed di rectly or

in di rectly by equip ment or soft ware sold or fur nis hed by us. Read the in stal la ti on

in struc tion ca re ful ly. No lia bi li ty will be as su med for any da ma ge cau sed by im -

pro per in stal la ti on.

In spect the in stru ment mo du le car ton for ob vious da ma ge. Be shu re the re are no

ship ping and han ding da mages on the mo du le be fo re pro ces sing. Do not apply

po wer to the in stru ment if it has been da ma ged.

ER MA’s war ran ty does not apply to de fects re sul ting from ac tion of the buy er,

such as mis hand ling, im pro per in ter facing, ope ra ti on out si de of de sign li mits, im -

pro per re pair or un au tho ri zed mo di fi ca tions.

2.1. Explanation of Symbols

Cau ti on At ten ti on                In struc tion          Hint

Cau ti on: Dan ge rous!

At ten ti on: Will cau se da ma ge

In struc tion:. If not no ti ced, trouble may oc cur

Hint: Use ful hints for bet ter ope ra ti on
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3. Mounting

3.1. Place of Operation

At ten ti on must be payed to the pro tec tion against hu mi di ty, dust and high tem pe -

ra tu res at the place of ope ra ti on.

3.2. Panel mounting

3.2.1. Panel for switch board

• For moun ting in switch boards, insert the case into the pa nel cu tout  (ac cor ding
to DIN 43700: 45,0+0,6 x 22,2+0,3 mm) from the front, using a fresh gas ket for
se a ling as re qui red. Click into and place at each side the two fa stening clips
(M2,5 x 50 mm).

• Tigh ten the screws al ter na te ly, using enough pres su re to get good re ten ti on
and se a ling at the pa nel.
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3.2.2. Panel for mosaic systems

• Insert the case into one of the fol lo wing mo saic- sy stems:

    a) Mo saic- sy stem 8RU (M50x25) from Sie mens

    b) Mo saic- sy stem from Sub klev
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4. Electrical connections

4.1. General Instructions

• It is for bid den to plug or un plug con nec tors with vol ta ge applied

• At tach in put and out put wi res to the con nec tors only wi thout vol ta -
ges applied

• Cords must be pro vi ded with slee ves

• At ten ti on must be paid that the po wer supply vol ta ge applied will
agree with vol ta ge no ti ced at the name pla te.

• The in stru ment has no po wer- on switch, so it will be in ope ra ti on
as soon as the po wer is con nec ted.

4.2. Hints Against Noisy Environment

All in puts and out puts are pro tec ted against noisy en vi ron ment and

high vol ta ge spikes. Ne vert he less the lo ca ti on should be se lec ted to

en su re that no ca pa ci ti ve or in duc ti ve in ter fe rence can have an ef -

fect on the in stru ment or the con nec tion li nes.

It is ad visab le:

• To use shiel ded cables.

• The wi ring of shields and ground (0V) should be star- sha ped.

• The di stan ce to in ter fe rence sour ces should be as long as pos si -
ble. If ne cessa ry, pro tec ti ve scre en or me tal en clo su res must be
pro vi ded.

• Coils of re lays must be supp lied with fil ters.

• Par al lel wi ring of in put si gnals and AC po wer li nes should be avoi -
ded.
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4.3. Connection and Pin Assignment

All in puts and out puts are con nec tors, de signed as plug- in screw ter mi nals.

Pin as signment:

1 digital input 1 / display test 5 signal input

2 digital input 2 6 signal ground

3 digital input 3 7 supply voltage (-)

4 digital input 4 8 supply voltage (+)

4.4. Connection of Digital Input Signals

4.4.1. Mode Chronometer / Stop-Watch

9 ERMA-Electronic GmbH

4. Electrical connections

1 2 3 4 5 6 7 8

1

2: Stop

3: Start

4: Reset

6: GND

2
3

4
5

6
7

8



4.4.2. Mode Pulse Counter Forward / Backward

4.4.3. Period Lenght/Pulse Duration Measurement

4.4.4. Mode Frequency / Revolutions Measurement

4.4.5. Mode Operating Hours Meter
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1

4: Reset

5: Measuring Input Channel

6: GND

+

-

2
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4
5

6
7

8
1

5: Frequency Input Channel

6: GND

+
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5: Start

4: Reset

6: GND

2
3

4
5

6
7
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Freigabe

3,5V ... 30V

+

-

1

2: Gate

3: Counting Direction

4: Reset

5: Counter Input Channel

6: GND

+

-

2
3

4
5

6
7

8



4.4.6. Mode Speed Indicator

4.4.7. Digital Inputs Channels

Di gi tal in put 1

• ac ti ve => con nec ting screw ter mi nal 1 to 6

• con nec ting to ground, low- ac ti ve

Di gi tal in put 2

• ac ti ve => con nec ting screw ter mi nal 2 to 6

• con nec ting to ground, low- ac ti ve

Di gi tal in put 3

• ac ti ve => con nec ting screw ter mi nal 3 to 6

• con nec ting to ground, low- ac ti ve

Di gi tal in put 4

• ac ti ve => con nec ting screw ter mi nal 4 to 6

• con nec ting to ground, low- ac ti ve
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1

2: Digital Input Channel 2

3: Digital Input Channel 3

4: Digital Input Channel 4

6: GND

1: Digital Input Channel 1

2
3

4
5

6
7

8

1

2: Stop

3: Start

4: Reset

6: GND

2
3

4
5

6
7

8



4.5. Connection of Power Supply Voltage

5. Start-Up

At ten ti on must be paid that the po wer supply vol ta ge applied

will agree with the vol ta ge no ti ced at the name pla te.

Switch the po wer supply on (supply vol ta ge applied to 7 (-) and 8 (+)).

When de li vered, the in stru ment is pro gram med with a stan dard con fi gu ra ti on (de -

fault con fi gu ra ti on). Ac cor ding to his mea su ring task, the cu sto mer can change

the stan dard con fi gu ra ti on by pro gram ming.

At ten ti on: When the in stru ment is built- in a ma chi ne and the cu sto -

mer wants to change the con fi gu ra ti on, at ten ti on must be paid, that

no da ma ge will oc cur to the ma chi ne!
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1

8: +18 ... +36 V/DC

7: 0 VPower Supply

18-36 V/DC

2
3

4
5

6
7

8



6. Programming

The pro ce du re of pro gram ming is or ga nized in dif fe rent steps and can be car ried

out via the screw ter mi nals 1, 2 and 3 at the rear of the in stru ment. It is ad visab le to 

con nect a push but ton to the screw ter mi nals 1 - 3. 

Push Button Pressing

screw terminal 1
“P” - button

selection of
- programming level
- parameter

screw terminal 2
“+” - button

increase of
- programming level
- number of parameter
- parameter

screw terminal 3
“-” - button

decrease of
- programming level
- number of parameter
- parameter

Ac ti vating the pro gram ming rou ti ne

• Press “P”-bu tton to ge ther with “+”-bu tton 

• The dis play shows “P-00"
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1

8: +18 ... +36 V/DC

7: 0 VDC-Versorgung

18-36 V/DC

2
3

4
5

6
7

8

2: "+" 

3: "-"  

6: GND

- Button

- Button

- Button

1: "P" 



Lea ving the pro gram ming rou ti ne

• Press “+”-bu tton or “-”-bu tton un til the dis play shows “PEnd”

• Con firm the dis play “PEnd” by pres sing “P”-bu tton 

• Re turn to nor mal mea su ring

Se lec tion of a pro gram ming level

• Se lec ting a pro gram ming level by pres sing the “+”-bu tton or “-”-bu tton 

• Con firm the se lec ted pro gram ming level by pres sing the “P”-bu tton

• The dis play shows the pa ra me ter num ber of the se lec ted pro gram ming level
e.g.: “0-00" => Pa ra me ter 0 of pro gram ming level 0

• Lea ving a pro gram ming level

• Press “+”-bu tton or “-”-bu tton un til the dis play shows “xEnd”
e.g.: “0End” =>lea ving pro gram ming level 0

• Con firm the dis play “xEnd” by pres sing “P”-bu tton

• The dis play shows the pro gram ming level
e.g. “P-00" => pro gram ming level 0

Se lec tion of a pa ra me ter

• Se lec tion the pa ra me ter by pres sing “+”-bu tton or “-”-bu tton

• Con firm the pa ra me ter by pres sing “P”-bu tton

• The dis play shows the last pro gram med va lue of the se lec ted pa ra me ter

Change and con firm a se lec ted pa ra me ter

• Change the pa ra me ter by pres sing the “+”-bu tton or “-”-bu tton

• Con firm the pa ra me ter by pres sing “P”-bu tton

The dis play shows the pro gram ming level and the num ber of the pa ra me ter

e.g.: “0-05" => Pa ra me ter 5 of pro gram ming level 0
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6.1. Summary of the Programming Level

The pa ra me ters of the pa nel me ter are or ga nized in dif fe rent pro gram ming levels.

P-00: Pro gram ming level for ge ne ral con fi gu ra ti on of the pa nel me ter

This level is used to se lect a mea su re ment mode. Ge ne ral func ti ons like de ci mal

point, dis play bright ness etc. can be also chan ged in this level.

6.2. Programming Level Configuration P-00

Param Description Range
Default
Value

0-00

Selection of modes
0 -> Chronometer / stop watch
1 -> Pulse counter forward
2 -> Pulse counter backward
3 -> Period length measurement
4 -> Pulse duration measurement
5 -> Frequency measurement
6 -> Revolutions per minute
7 -> Operating hours meter
8 -> Speed in m/s
9 -> Speed in km/h

0 .. 9 0

0-01

Measuring range selection:

0 .. 2 0

Function at chronometer / stop watch 
and period length / pulse duration
measurement
0 -> Automatic measurement range
1 -> Resolution 0,01 Sec.
2 -> Resolution 0,1 Sec.

Function at pulse counter forward
0 -> Counter with  6 digits 

(XXXX.X -> XXXXX)
1 -> Counter with 5 digits

(last digit “1”) 
2 -> Counter with  5 digits

(last digit “10”)
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Param Description Range
Default
Value

0-01

 Measuring range selection (cont.)

0

Function at pulse counter backward
0 -> Counter with 5 digits 

(XXXX.X)
1 -> Counter with 5 digits

(last digit “1")
2 -> Counter with 5 digits

(last digit ”10")

0 .. 2

Function at frequency measurement
0 -> Automatic measurement range

(fin 0,6000Hz ... 9999 Hz)
1 -> Resolution 1 Hz

(fin 1 Hz ... 9999 Hz)
2 -> Resolution 0,1 Hz

(fin 0,1 Hz ... 999,9 Hz)
3 -> Resolution 0,01 Hz

(fin 0,01 Hz ... 99,99 Hz)

0 .. 3

Function at revolutions / min.
0 -> Automatic measurement range
1 -> Resolution 1 rpm
2 -> Resolution 0,1 rpm
3 -> Resolution 0,01 rpm

Function at operating hours meter
0 -> Automatic measurement range
1 -> Resolution 0,01 h
2 -> Resolution 0,1 h

0 .. 2

Function at speed with m/s
0 -> Distance = 1 m

Resolution = 0,01 m/s 
1 -> Distance = var. (P 0-07)

Resolution = 0,01 m/s

0 .. 1

Function at speed with km/h
0 -> Distance = 1 m

Resolution = 0,1 km/h
1 -> Distance = var. (P 0-07)

Resolution = 0,1 km/h

0 .. 1
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Param
.

Description
Range

Default
Value

0-02 Offset at pulse counter f / b
-9999 ..
+99999

0

0-03
Brightness of the display
0 -> Brightness   50 %
1 -> Brightness 100 %

0 .. 1 1

0-04

Decimal point (not at automatic
measurement range)
0 -> XXXXX
1 -> XXXX.X
2 -> XXX.XX
3 -> XX.XXX
4 -> X.XXXX

0 .. 4 0

0-05

 Operating hours meter:
0 -> Operating hours meter active 
after power supply connection.
1 -> Operating hours meter active 
after power supply connection

and activation of enable input.

0 .. 1 0

0-06

Configuration of display under-/over-
flow (only at following modes:
chronometer, stop watch, period
length / pulse duration measure-
ment, pulse counter f / b and
operating hours meter.)
0 -> Signaling over- / underflow with 
“nnnnn” respectively “uuuuu”.
1 -> At overflow the display starts 

with “0".

0 .. 1 0

0-07

Scale factor / distance:

0.001 - 10.000 1.000

Function at pulse counter
Adjustable scale factor

Function at frequency measurement
Adjustable scale factor

Function at revolutions / min
Adjustable scale factor
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Param
.

Description
Range

Default
Value

Scale factor / distance (cont.)

0-07
 Function at speed with m/s a. km/h
Adjustable distance in meter

0.001 - 10.000 1.000

0-08

Configuration of digit 1 (only at fol-
lowing modes: frequency measure-
ment and revolutions / min)
0 -> Display in steps of 1
1 -> Display in steps of 2
2 -> Display in steps of 5
3 -> Display in steps of 10

0 .. 3 0

0-09
Input filter for pulse counter
0 -> max. count frequency 7 kHz
1 -> max. count frequency 25 Hz

0 .. 1 0

0End Leaving programming level P-00
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6.3. Programming Quick Reference
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Push "P Button" and "- Button"

0-00 P

P
Selection of modes

Selection of rangesl

0-02

0-01

0-03
-+

-+

-+

P

P
Offset for event counter

Brightness of the display

0-04

0-05
-+

-+ P

P

 Decimal point
 selection

Mode selection
of hour meterr

0-06 P Mode selection
of overflow

Input filter selection
for event counter

0-07
-+ P

P

P

P

Scale factor or
distance selection

Display mode of Digit 1

-+

-+

-+

-+

P
1

- 2

3

- a

0-08

0-09

0End +1
2P 3

P
 Progr. Level

P-00 -
+

PEnd
+3

a

Description

P

+

-

Pressing "P button"
screw terminal 1

Pressing "+ button"
screw terminal 2

Pressing "- button"
screw terminal 3



7. Review of Modes

7.1. Chronometer / Stop Watch

In the mode Chro no me ter / stop watch  (pa ra me ter 0-00 = 0) will the time bet ween

a start- and a stop pul se be dis play ed.

Ac ti va ting chro no me ter / stop watch

• By ac ti va ting the di gi tal in put 3, con nec ting screw ter mi nal 3 and 6

Stop ping chro no me ter / stop watch

• By ac ti va ting the di gi tal in put 2, con nec ting screw ter mi nal 2 and 6

Re set ting the dis play 

• By ac ti va ting the di gi tal in put 2, con nec ting screw ter mi nal 4 and 6

The re so lu ti on can be set in the pa ra me ter 0-01.

7.2. Event Counter Forward

In the mode  pul se coun ter for ward (pa ra me ter 0-00 = 1) will the num ber of pul ses

with ri sing ed ges be coun ted:

The re is the pos si bi li ty to se lect an off set-va lue (pa ra me ter 0-02) and a sca ling

fac tor (Pa ra me ter 0-07). The se va lu es will be au to ma ti cal ly cal cu la ted with the

mea su re ment sig nal and in di ca ted at the dis play. The pul se coun ter is pro vi ded

with a data buf fe ring. If a po wer fai lu re oc cu res, the re gi stra ted da tas will be sto -

re to the buf fer me mo ry. Af ter a new start up, the data will be available again.

Con nec ti on of sig nal

• Con nec ting pul se sig nal to screw ter mi nal 5 (+) und 6 (-).
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Gate in put

• By ac ti va ting di gi tal in put 2

Swit ching of coun ter di rec ti on

• By ac ti va ting di gi tal in put 3

Re set ting the coun ter dis play

• By ac ti va ting di gi tal in put 4

The num ber of di gits can be set in pa ra me ter 0-01

• P 0-01 —>0: au to ma ti cal ly switch-over bet ween 5 and 6 di gits

• P 0-01 —>1: coun ter with 5 di gits, last di git = “1"

• P 0-01 —>2: coun ter with 5 di gits, last di git = “10"

7.3. Event Counter Backward

In the mode pul se coun ter bac kward (pa ra me ter 0-00 = 2) will the num ber of pul -

ses with ri sing ed ges be coun ted:

The re is the pos si bi li ty to se lect an off set-va lue (pa ra me ter 0-02) and a sca ling

fac tor (Pa ra me ter 0-07). The se va lu es will be au to ma ti cal ly cal cu la ted with the

mea su re ment sig nal and in di ca ted at the dis play. The pul se coun ter is pro vi ded

with a data buf fe ring. If a po wer fai lu re oc cu res, the re gi stra ted da tas will be sto -

re to the buf fer me mo ry. Af ter a new start up, the data will be available again.

Con nec ti on of sig nal

• Con nec ting pul se sig nal to screw ter mi nal 5 (+) und 6 (-).

Gate in put
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• By ac ti va ting di gi tal in put 2

Swit ching of coun ter di rec ti on

• By ac ti va ting di gi tal in put 3

Re set ting the coun ter dis play

• By ac ti va ting di gi tal in put 4

The num ber of di gits can be set in pa ra me ter 0-01

• P 0-01 —>0: coun ter with 5 di gits, last di git = “1" 

• P 0-01 —>1: coun ter with 5 di gits, last di git = “1"

• P 0-01 —>2: coun ter with 5 di gits, last di git = “10"

7.4. Period Length Measurement

In the mode pe ri od length mea su re ment (pa ra me ter 0-00 = 3) will the time bet -

ween two ri sing ed ges be mea su red:

Con nec ti on of sig nal

• Con nec ting pul se sig nal to screw ter mi nal 5 (+) und 6 (-).

Re set ting the dis play

• By ac ti va ting di gi tal in put 4

The re so lu ti on can be set in the pa ra me ter 0-01.

The re will be only one pe ri od length mea su red per cy cle. Each mea su re ment cy -

cle must be res tart by ac ti va ting di gi tal input 4.
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7.5. Pulse Duration Measurement

In the mode pul se du ra ti on mea su re ment (pa ra me ter 0-00 = 4) will the time bet -

ween a ri sing edge and a ne ga ti ve edge be mea su red:

Con nec ti on of sig nal

• Con nec ting pul se sig nal to screw ter mi nal 5 (+) und 6 (-).

Re set ting the coun ter dis play

• By ac ti va ting di gi tal in put 4

The re so lu ti on can be set in the pa ra me ter 0-01.

The re will be only one pul se du ra ti on mea su red per cy cle. Each mea su -

re ment cy cle must be res tart by ac ti va ting di gi tal input 4.

7.6. Frequency Measurement

In the mode fre quen cy mea su re ment (pa ra me ter 0-00 = 5) will a ap plied fre quen -

cy be mea su red:

Con nec ti on of sig nal

• Con nec ting pul se sig nal to screw ter mi nal 5 (+) und 6 (-).

The mea su re ment ran ge can be set in the pa ra me ter 0-01. The re is the pos si bi li ty

to se lect a sca ling fac tor (Pa ra me ter 0-07). At ten ti on: The sca ling fac tor is at the

au to ma ti cal ly mea su re ment range deactivated.
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7.7. Revolutions Per Minute

In the mode re vo lu tions per mi nu te (pa ra me ter 0-00 = 6) will the num ber of clock

pul ses per mi nu te be mea su red:

Con nec ti on of sig nal

Con nec ting pul se sig nal to screw ter mi nal 5 (+) und 6 (-).

The mea su re ment ran ge can be set in the pa ra me ter 0-01. The re is the pos si bi li ty

to se lect a sca ling fac tor (Pa ra me ter 0-07). At ten ti on: The sca ling fac tor is at the

au to ma ti cal ly mea su re ment range deactivated.

7.8. Operation Hours Meter

The ope ra ti on hours me ter is ac ti vat ed by pro gram ming the pa ra me ter 0-00 to 7.

An en ab le in put can be ac ti vat ed by using parameter 0-05. 

Star ting the ope ra ti on hours me ter wit hout en ab le in put (pa ram. 0-05 to 0)

• Con nec ting the in stru ment to supp ly vol ta ge

• Lea ving the pro gram ming mode

Star ting the ope ra ti on hours me ter with en ab le in put (pa ram. 0-05 to 1)

• Ap ply ing an ac ti ve le vel bet ween 3,5V and 30V to the en ab le input

Re set ting of ope ra ti on hours me ter

• By Ac ti va ting di gi tal in put 4

• By Lea ving the pro gram ming mode

The dis play ran ge can be se lec ted by pa ra me ter 0-01.
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The ope ra ti on hours me ter is pro vi ded with a data buf fe ring. If a po wer fai lu re oc -

cu res, the re gi stra ted da tas will be sto re to the buf fer me mo ry. Af ter a new start

up, the data will be available again.

7.9. Speed Indicator m/s

The mode speed in di ca tor with m/s can be ac ti vat ed by pro gram ming pa ra me ter

0-00 to 8. The speed in m/s de pen den ce on the du ra ti on bet ween a start and a

stop pul se and a pro gram med dis tan ce (fix. or var.) will be displayed.

Star ting the speed in di ca tor

• By ac ti va ting di gi tal in put 3

Stop ping speed in di ca tor

• By ac ti va ting di gi tal in put 2

Re set ting the dis play

• By ac ti va ting di gi tal in put 4

The dis tan ce in me ters can be set by pro gram ming the pa ra me ter 0-01 and 0-07.

Parameter 0-01 Parameter 0-07 Wegstrecke in m

0 XXXXX 1.000

1 0.001 - 10.000 0.001 - 10.000
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7.10. Speed Indicator km/h

The mode speed in di ca tor with km/s can be ac ti vat ed by pro gram ming pa ra me ter

0-00 to 9. The speed in km/s de pen den ce on the du ra ti on bet ween a start and a

stop pul se and a pro gram med dis tan ce (fix. or var.) will be displayed.

Star ting the speed in di ca tor

• By ac ti va ting di gi tal in put 3

Stop ping speed in di ca tor

• By ac ti va ting di gi tal in put 2

Re set ting the dis play

• By ac ti va ting di gi tal in put 4

The dis tan ce in me ters can be set by pro gram ming the pa ra me ter 0-01 and 0-07.

Parameter 0-01 Parameter 0-07 Wegstrecke in m

0 XXXXX 1.000

1 0.001 - 10.000 0.001 - 10.000
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8. Software Functions

8.1. Filter for Event Counter Mode

It is pos si ble to ac ti va te a di gi tal fil te ring by pro gram ming pa ra me ter 0-09 to 1.

When the di gi tal fil ter is ac ti vat ed, the max in put fre quen cy is re du ced from 7kHz

to 17 Hz.

Fil te ring ac ti vat ed

• Pa ra me ter 0-09 = 1.

8.2. Exceeding of the Measuring Range

When un der flow is ac ti ve the dis play shows “uuuuu”.

For coun ter over flow two mo des of over flow can be pro gram med by pa ra me ter

0-06.

Pa ra me ter:  0-06 = 0

Ex cee ding of the mea su ring ran ge will be displayed.

• When over flow is ac ti ve the dis play shows “nnnnn”.

Pa ra me ter:  0-06 = 1

• When over flow oc curs the coun ter va lue will be re set ted.

8.3. Display Test

When ac ti va ting the dis play test all seg ments and the alarm LED´s of the dis play

are light on. The dis play shows “:8.8.8.8.8.”

Ac ti va ting the dis play test:

• By ac ti va ting the di gi tal in put 1..
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9. Technical Specifications

Measuring Modes
Timer

Measuring range :10 ms - 9999,9 s

Acuracy :< 0,1% v. MW. ± 1 Digit
Event Counter

Max. frequency :7 kHz/17Hz
Pulse Duration

Measuring range :0,01 s - 9999,9 s

Accuracy: :< 0,1% v. MW. ± 1 Digit
Period Measurement

Measuring range :0,01 s - 9999,9 s

Accuracy: :< 0,1% v. MW. ± 1 Digit
Frequency

Measuring range :0.6Hz -9. 9999 kHz
Conversion rate :2  measurements/s

Accuracy :< 0,02% of display ± 1 Digit
Revolutions/min

Measuring range :42,00 rpm - 9999 rpm
Conversion rate :2  measurements/s

Accuracy :< 0,02% of display ± 1 Digit
Operating hours meter

Measuring range :0,02 h - 9999,9 h
Accuracy :<  0,1%  of display

Speed indicator with m/s
Measuring range :d = 1 m - 10 m

 t = 0,1 s - 10 s

Accuracy :< 0,1% of display ± 1 Digit
Speed indicator with km/h

Measuring range : d = 1m - 10 m
  t = 0,1 s - 10 s

Accuracy :< 0,1% of display ± 1 Digit

Screw terminals 1 - 4

Impedance : Pull-Up, 10 kW
L-level : < 0,4 V
H-level : > 3,5 V, max. 30 V
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Screw terminal 5

Impedance : Pull-Down, 10 kW

Switching level : 2,5V
max. level : 30 V

Display :
 5 decades, 8 mm

Option : green color
Power supply : 18 bis 36 V DC (isolated)

Power consumption : max. 30 mA (red display)
Power consumption : max. 43 mA (green display)
Optional : 12 V DC, ± 10 % (isolated)

: 5 V DC, ± 10 % (isolated)
Case : 48 x 24 x 62 mm

Depth : < 95 mm (incl. plug-in screw
term.)

Protection case, at the front : IP 40
Protection case, connections : IP20

EMC : in conform with 89/336/EWG
Operating Temperature : 0 to 50 °C
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10. Ordering Information

CM 2510 - 

Case

0 Panel Mounting

1 Panel-Clip

Front Becel Color

0 black

1 Grey RAL 7037

Front Design

0 Without Front Foil

2 Front Foil ERMA-METER

3 Front Foil NEUTRAL

Display Color

0 Red

1 Green

Power Supply

0 5 V DC, ± 10 % (isolated)

1 12 V DC, ± 10 % (isolated)

2 18 bis 36 V DC (isolated)

11. Notes
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